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Title

*Demonstrated

Areas of Proficiency

Mass

Echelon III   

1000 lb - 0.001 lb

30 kg - 1 mg

Volume

Volume Transfer

1500 gal - 5 gal

Length

Steel tapes

500 ft - 1 ft

Time

Stopwatches

3 hr - 0 hrs

Frequency

Tuning Forks

< 9000 Hz

Conditional Status
Improvements are needed to the
environmental controls and
quality system documentation
and mass standards need cali-
bration.
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